INTRODUCTION
============

The incidence of breast cancer in Korea has been increasing, and currently, breast cancer is the most common cancer among Korean women after thyroid cancer ([@B1]). The incidence of breast cancer in Korea is the highest among women in their late 40s, which is approximately 10 years less than the typical age of incidence in Western countries. Unfortunately, the proportion of women with dense breast tissue is high in women in their 40s and 50s; therefore, early detection of breast cancer at these ages is difficult ([@B2]).

Korean women aged 40 years or older have been advised to undergo biannual mammography screenings under the auspices of the National Cancer Screening Program (NCSP) since 1999. A recent study conducted by the Alliance for Breast Cancer Screening in Korea (ABCS-K) showed that the sensitivity and cancer detection rate (CDR) during mammography screenings were comparable to those obtained during screening programs in Western countries ([@B3]). However, the recall rate, positive predictive value (PPV), and specificity were suboptimal compared to those reported in Western studies. These differences could be due to various factors such as examinees, radiologists, and equipment.

Until now, many studies on the impact of screening with digital mammography (DM) have shown that the diagnostic accuracy of DM is similar to that of film-screen mammography (FSM). It is noteworthy that several studies have shown that the use of DM for screening purposes could improve the diagnostic performance significantly compared to FSM among women under the age of 50 and women with dense breasts ([@B4][@B5][@B6]). However, some studies have argued that DM has inferior recall rates and PPV ([@B7][@B8][@B9][@B10]). To our knowledge, no comparative studies on the impact of DM have been conducted among Asian women, who tend to have dense breasts ([@B11][@B12][@B13]).

The study period was from 2005 to 2010 during the ABCS-K, which was the transitional time from FSM or computed radiography mammography (CRM) to DM in Korea. Thus, we aimed to investigate how the different types of mammography equipment affect the screening outcomes in Korean women.

MATERIALS AND METHODS
=====================

Study Population and Data Collection
------------------------------------

The study population and data collection methods were fully described in our previous report ([@B3]). Ten university-affiliated hospitals which participated in both the NCSP and the ABCS-K were involved in this retrospective study. This study was approved by the Institutional Review Boards of all participating hospitals, and the need for informed participant consent was waived.

We collected information about participants, radiologists, and the mammography equipment that was used from all participating hospitals between January 2005 and December 2010. Our research database was matched with the databases of the NCSP and the National Health Insurance Service (NHIS), where the results of mammography screenings and cancer outcomes were available, respectively. We extracted the number of enrolled cases according to the types of mammography equipment used: FSM, CRM, and DM.

We considered the American College of Radiology Breast Imaging-Reporting and Data System (ACR BI-RADS) categories 1 and 2 as negative results and categories 0, 4, and 5 as positive results ([@B14]). We obtained information about cancer diagnoses from the NHIS database until December 2011 to account for the 12-month period after the screening. Breast cancers included both invasive cancer and carcinoma *in situ* (CIS).

Outcome Measurements and Statistical Analysis
---------------------------------------------

The diagnostic accuracy in the detection of breast cancer was assessed through calculation of the area under the curve (AUC) and the corresponding 95% confidence intervals (CI) from a receiver operating characteristic (ROC) curve analysis for FSM, CRM, and DM. The AUCs were compared using the method described by DeLong et al. ([@B15]).

We also calculated performance indicators, including the recall rate, CDR per 1000 examinations, PPV~1~, sensitivity, specificity, false positive rate (FPR), and interval cancer rate (ICR) per 1000 negative examinations and compared them according to the types of equipment used. The performance indicators were defined according to the ACR BI-RADS ([@B14]). The recall rate was calculated as the percentage of examinations that were screened and recalled for further evaluation. The CDR was calculated as the number of breast cancer cases detected per 1000 examinations. The interval cancers were defined as histology-proven invasive or *in situ* cancers found within one year following the negative screening. In addition, the ICR was calculated as the number of interval cancer incidents per 1000 negative examinations. The PPV~1~ refers to the percentage of all positive screening examinations that resulted in histology-proven breast cancers within one year following the screening. We used the Wald chi-squared test to compare performance indicators according to the types of equipment used, and we performed logistic regression analysis to control the characteristics of radiologists, including subspecialty and level of experience in breast imaging. We also compared the proportion of invasive and *in situ* cancers according to the types of mammography equipment used.

All *p* values less than 0.05 were considered statistically significant. All statistical analyses were conducted using SAS software, version 9.2 (SAS Institute Inc., Cary, NC, USA).

RESULTS
=======

Patient Characteristics
-----------------------

The baseline raw data of the ABCS-K from the 10 participating hospitals from 2005 to 2010 comprised 130537 sets of mammograms. Among them, 1121 sets of mammograms with incomplete identification numbers, 557 sets of mammograms from women with a previous diagnosis of breast cancer, and 103 sets of mammograms showing interstitial mammoplasty were excluded. Finally, 128756 sets of mammograms from 103411 women were included in the research database for this study. Among all examinations, 62.9% (80958 of 128756) was the first (prevalence) screening and 37.1% (47798 of 128756) was subsequent (incidence) screening.

Four hundred breast cancer patients, including 322 invasive cancers and 78 CIS, were registered in the database of the NHIS within one year following the screening. Among them, 346 (86.5%) patients had screening-detected cancers and 54 (13.5%) patients had interval cancers.

Equipment Characteristics
-------------------------

During the ABCS-K, seven FSM systems, five CRM systems, and seven DM systems were used. The detailed information and the number of mammography equipments used are summarized in [Table 1](#T1){ref-type="table"}.

Among the 128756 sets of mammograms, 33979 (26.4%) were obtained using FSM, 41697 (32.4%) were obtained using CRM, and 53080 (41.2%) were obtained using DM. The proportion of women who underwent DM increased significantly throughout the study period ([Fig. 1](#F1){ref-type="fig"}). The distribution of the cases according to the institution and the type of mammography equipment used is shown in [Figure 2](#F2){ref-type="fig"}.

Diagnostic Performance
----------------------

DM showed the largest AUC (AUC = 0.898; 95% CI: 0.878, 0.919) compared to FSM (AUC = 0.860; 95% CI: 0.815, 0.905) and CRM (AUC = 0.866; 95% CI: 0.828, 0.903) ([Fig. 3](#F3){ref-type="fig"}). However, there was no significant difference in AUCs between the types of mammography equipment used (*p* = 0.150).

For performance indicators, DM showed better performance than FSM and CRM in terms of recall rate (14.8 vs. 24.8 and 19.8%, respectively), CDR (3.4 vs. 2.2 and 2.1, respectively), PPV~1~ (2.3 vs. 0.9 and 1.1%, respectively), specificity (85.5 vs. 75.3 and 80.3%, respectively), and FPR (14.5 vs. 24.7 and 19.7%, respectively) after adjustment for radiologist factors (*p* \< 0.001) ([Table 2](#T2){ref-type="table"}). However, there were no significant differences in sensitivity (86.3 vs. 87.4 and 86.3%, respectively; *p* = 0.819) and ICR (0.6 vs. 0.4 and 0.4; *p* = 0.187) among the types of equipment used.

Types of Cancers
----------------

Among the 346 patients with screening-detected cancers, 275 patients had invasive cancers and 71 patients had *in situ* cancers. The numbers of patients with screening-detected cancers and types of pathology according to the types of mammography equipment used are summarized in [Table 3](#T3){ref-type="table"}. The proportions of invasive cancers and CIS in screening-detected cancers were 88.2% and 11.8%, 86.4% and 13.6%, and 72.5% and 27.5% for FSM, CRM, and DM, respectively. DM detected more CIS than FSM and CRM (*p* = 0.003).

DISCUSSION
==========

In our study, we found that DM qualitatively showed better diagnostic performance than FSM and CRM in terms of recall rate, CDR, PPV~1~, specificity, and FPR, although sensitivity, ICR, and overall diagnostic accuracy were not significantly different among all types of equipment. We also found that DM detected a higher proportion of CIS than FSM and CRM.

The Digital Mammography Imaging Screening Trial (DMIST) was the first study to compare the diagnostic accuracy of DM and FSM for breast cancer screening ([@B4]). In the trial, the diagnostic accuracy was similar in the entire population, which is consistent with our results. Although the AUC for DM in our study was higher than that in the DMIST (0.90 vs. 0.78), the high AUC in our study was at the cost of a higher recall rate (14.8% vs. 8.4%), and subsequently lower specificity (85.5% vs. 92.0%) and PPV~1~ (2.3% vs. 5.0%).

The recall rate in our study was also higher than those in previous studies which compared DM to FSM in Europe and the United States ([@B6][@B10][@B16]). The first hypothesis for the high recall rate in our study is that a high recall rate is associated with prevalence screening ([@B17]), and the high proportion (62.9%) of prevalence screening in our study could increase recall rates. Whereas, the proportions of prevalence screening in previous large-scale studies were less than 10% ([@B6][@B10]). Another hypothesis for the high recall rate is that Korean women are likely to have dense breasts, and high breast density could increase recall rates ([@B12]). However, we expect that the recall rate will be further improved in the near future because our previous report revealed a downward trend in the recall rate throughout the study period ([@B3]). In addition, a study from the Netherlands showed that the recall rate dropped rapidly in the DM screening group ([@B10]). These trends of improved recall rate might be due to a better understanding of the DM findings.

The results on the recall rate, specificity, and PPV~1~ were different between DM and FSM. Previous large-scale studies reported similar or inferior diagnostic performances in terms of recall rate, specificity, and PPV~1~ when DM was compared with FSM ([@B4][@B6][@B10]). In contrast, our study showed that DM improved the recall rate, PPV~1~, specificity, and FPR compared to FSM and CRM. Our results are consistent with those of a recent study, which compared the performance of DM and FSM in community practice. The aforementioned study showed improved recall rates and specificities with DM ([@B18]). These inconsistences on the recall rate, PPV~1~, and specificity of DM across studies may be due to the level of experience of radiologists, geographic regions, incidence, and study designs.

The previous results of the ABCS-K showed that the recall rate, PPV~1~, specificity, and FPR of mammography screenings improved significantly from 2005 to 2010 ([@B3]). These trends in performance improvement could be partly due to the transition from the use of FSM and CRM to DM during the study period. However, in our previous report, performance significantly improved even in institutions that used only or mostly one type of mammography equipment. Therefore, various factors other than mammography equipment also likely affected performance improvement.

In our study, significantly more CISs were found when DM was used than when other equipments were used. The proportion of CIS among cancers detected with DM was almost double that detected with FSM and CRM. These findings are consistent with the results of other studies ([@B9][@B16][@B19][@B20][@B21]). Because approximately 90% of CISs are accompanied by microcalcifications ([@B22]), the high detection of CIS with DM may be related to the better visualization of microcalcifications with DM than with FSM. A recent study, which analyzed the association between detection of CIS at screening and invasive interval cancers subsequent to the screening, reported that detection and treatment of CIS is important for the prevention of future invasive cancers ([@B23]). However, a high detection of CIS with DM may not result in the anticipated reduction in cancer mortality ([@B24][@B25][@B26]). Therefore, long-term follow-up of the cohort in our study is required to evaluate the overdiagnosis issue of CISs. Due to recent breakthroughs in artificial intelligence, we believe that combining artificial intelligence and DM can help regulate the magnitude of overdiagnosis of CIS through helpful decision-making systems. Perhaps these issues will be the topics of future studies.

Our study has several limitations. First, we did not evaluate the association between the types of mammography equipment used and the participant factors, such as age or breast density, due to limited resources. Although the reports from the DMIST and the Breast Cancer Surveillance Consortium noted that DM was more accurate in pre- or perimenopausal women younger than 50 years with mammographically dense breasts, no such studies from Asia have been published. Therefore, further study among Asian women is needed to determine whether there are differences in the diagnostic performance of DM according to factors of the participants. Second, the mammography equipment used in our study included two different manufacturers of DM and only one manufacturer of CRM. However, the market share of these manufacturers is dominant in Korea, and therefore, our study reflects the real world. Finally, all the participating hospitals were university-affiliated and may not be representative of the NCSP. However, the participating hospitals were distributed evenly throughout South Korea, and the proportion of DM equipment by province did not vary greatly. Therefore, these potential selection biases might have little influence on our results.

Even though our study is retrospective, it is the first multicenter study to compare the diagnostic accuracy between the types of mammography equipment used in the nationwide breast cancer screening program during the transition from the use of FSM and CRM to DM in Asia. Furthermore, unlike the previous studies that evaluated the performance of DM in which both CRM and DM were considered as DM ([@B4]), we evaluated the performance of DM and CRM separately and obtained different results.

We conclude that DM showed better performance in terms of recall rate, CDR, PPV~1~, and specificity and detected more CIS than FSM and CRM. The application of DM appears to be helpful in improving the quality of mammography screenings. However, a long-term follow-up is needed to evaluate the overdiagnosis issue of CIS using DM and to determine whether breast cancer screening with DM is actually effective in reducing mortality.
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ABCS-K = Alliance for Breast Cancer Screening in Korea, CRM = computed radiography mammography, DM = full-field digital mammography, FSM = film-screen mammography](kjr-20-1638-g001){#F1}

![Distribution of enrolled cases by institution and type of mammography equipment used in ABCS-K.\
Total = total number of mammography cases enrolled according to institution](kjr-20-1638-g002){#F2}
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###### Mammography Systems Used in Alliance for Breast Cancer Screening in Korea

![](kjr-20-1638-i001)

  Type                                        Model and Manufacturer                 n
  ------------------------------------------- -------------------------------------- ---
  FSM (n = 7)                                 Senographe DMR (GE Healthcare)         2
  Senographe 500T (GE Healthcare)             1                                      
  Senographe 600T (GE Healthcare)             1                                      
  Lorad M-IV (Hologic)                        1                                      
  MAMMOMAT 300 (Siemens Healthineers)         1                                      
  PERFORMA MHR-35-P (Instrumentarium)         1                                      
  CRM (n = 5)                                 FCR + Senographe DMR (GE Healthcare)   3
  FCR + MAMMOMAT 300 (Siemens Healthineers)   1                                      
  FCR + PERFORMA MHR-35-P (Instrumentarium)   1                                      
  DM (n = 7)                                  Senographe 2000D (GE Healthcare)       2
  Senographe DS (GE Healthcare)               2                                      
  Lorad Selenia (Hologic)                     3                                      

CRM = computed radiography mammography, DM = full-field digital mammography, FCR = FCR CAPSULA XL II (Fujifilm), FSM = film-screen mammography, n = number of mammography systems

###### Diagnostic Performance of Mammography Screenings according to Types of Mammography Equipment Used

![](kjr-20-1638-i002)

                        FSM                  CRM                  DM                   *P*^\*^
  --------------------- -------------------- -------------------- -------------------- ----------
  Examination no. (%)   33979 (26.4)         41697 (32.4)         53080 (41.2)         
  Recall rate (%)       8440/33979 (24.8)    8262/41697 (19.8)    7874/53080 (14.8)    \< 0.001
  CDR                   2.2 (76/33979)       2.1 (88/41697)       3.4 (182/53080)      \< 0.001
  PPV~1~ (%)            76/8440 (0.9)        88/8262 (1.1)        182/7874 (2.3)       \< 0.001
  Sensitivity (%)       76/87 (87.4)         88/102 (86.3)        182/211 (86.3)       0.819
  Specificity (%)       25528/33892 (75.3)   33421/41595 (80.3)   45177/52869 (85.5)   \< 0.001
  FPR (%)               8364/33892 (24.7)    8174/41595 (19.7)    7692/52869 (14.5)    \< 0.001
  ICR                   0.4 (11/25539)       0.4 (14/33435)       0.6 (29/45206)       0.187

^\*^Adjusted for readers. CDR = cancer detection rate per 1000 examinations, FPR = false positive rate, ICR = interval cancer rate per 1000 negative examinations, PPV~1~ = positive predictive value~1~

###### Types of Breast Cancer Pathologies according to Types of Mammography Equipment Used

![](kjr-20-1638-i003)

                                                         Total        FSM         CRM         DM           *P*^\*^
  ------------------------------------------------------ ------------ ----------- ----------- ------------ ----------
  No. of all cancer patients                             400          87          102         211          
  No. of patients having screening-detected cancer (%)   346 (86.5)   76 (87.4)   88 (86.3)   182 (86.3)   \< 0.001
  Invasive cancer (%)                                    275 (79.5)   67 (88.2)   76 (86.4)   132 (72.5)   0.003
  Carcinoma *in situ* (%)                                71 (20.5)    9 (11.8)    12 (13.6)   50 (27.5)    0.003

^\*^Adjusted for readers. Total = total numbers of patients diagnosed as having breast cancer within one year of screening
